The article contains data pertaining to the reconstruction of an 8-lead ECG from 2 subcutaneous implantable cardioverter defibrillator vectors. The location of electrodes on the precordium required for the data collection are detailed; the flow chart for patient selection and exclusion is shown; the summary data of the root mean square error (RMSE) (in microvolts) and Pearson r for the ECG transformation all cases and the pearson correlation for all the leads measured and reconstructed leads are also shown. Detailed background, methodology and discussion can be found in the linked research article.
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Specifications Table

Subject area
Medicine More specific subject area
Cardiology
Type of data 
Value of the data
The conversion of two subcutaneous implantable cardioverter defibrillator vectors into an 8 lead surface ECG, has never been achieved before.
These data provide detailed insight into how this was achieved. The summary data of the root mean square error (RMSE) (in microvolts) and Pearson r for the ECG transformation all cases and the pearson correlation for all leads would be invaluable to other investigators to compare their results to.
Data
The data provided in this data article compliment the original research article that described the transformation of two subcutaneous implantable cardioverter defibrillator vectors into an 8-lead surface ECG. Fig. 1 illustrate the location of the electrodes on the precordium used during data acquisition and the Fig. 2 illustrates the flow of subjects through the study. In Table 1 the outcome of the comparison of the originally measured and derived (transformed) leads are summarized using root mean square error and Pearson correlation coefficient. Table 2 demonstrates the Pearson correlation coefficients for all patients and all leads. 
Experimental design, materials and methods
Materials and methods
Study population
All patients with an ICD indication aged at 18 years and over attending the ICD clinic at Southampton General Hospital were eligible for this study. Informed, written consent was obtained before the participation in the study. The study was approved by the London and Surrey borders NHS research and ethics committee.
Study procedure
Simultaneous 12-lead ECG recording using the Mason-Likar 12-lead electrode arrangement and three study S-ICD surface electrodes placed in the conventional S-ICD electrode positions were recorded for three minutes. (See Fig. 1 ). ECGs were recorded with the participant in a supine position with the head and shoulders raised to approximately 45°. The electrodes used were Ambu Blue Sensor SP single patient use ECG electrodes (Ambu, Denmark), connected to the Porti7 system with ExG shielded carbon cable (1.5 m), microcoax to unipolar snap (TMS international, The Netherlands). ECGs were recorded using a TMSi Porti7 multi-channel signal recorder (TMS international, The Netherlands) attached to a laptop running TMSi polybench v1.30.3.3521 software (TMS international, The Netherlands). The sampling rate was set at 2000 Hz. ECGs were stored in poly5 format.
Randomisation
Participants were allocated to the 'training dataset' or to the 'validation dataset' using a random number generator. The training dataset was used to generate the transformation coefficients. The validation dataset was then used to test the coefficients. 
Selection of representative beat for analysis
The representative QRST complexes that were compared were average beats over each of the recorded ECG leads generated in the following way: QRS complexes were sensed using an R-wave amplitude adaptively decaying sense threshold and any oversensed beats were manually removed. The QRS fiducial point for each patient was aligned for all leads by selecting the median QRS peak sample in time with the first beat in each lead. The starting template was designated to begin 100 milliseconds (ms) prior to the sensed fiducial points and end 450 ms after the sensed fiducial point.
Generation of a signal averaged beat
The correlation coefficient of the template versus each of the following beats was calculated. Initially, only beats with a correlation 40.80 were included in the average. Then, the correlation coefficient was adjusted per lead between 0.5 and 0.9 to ensure the numbers of beats in each lead were similar. In addition, the difference in area between the template and the following beats were assessed for similarity and following beats were excluded if the area was not similar. The resulting signal averaged QRST complex from each patient and lead was used as the "representative" beat for which the transformation coefficients were computed.
Generation of coefficients, conversion matrix and derived ECGs
The transformation coefficients were derived using the least squared difference approach, in which they were optimized for minimum root mean squared (RMS) difference between measured and derived vectors when applied to the training dataset. The optimization was performed in MATLAB (MathWorks, 2014a, Natick, USA) using the optimization toolbox function 'fmincon' which is a constrained nonlinear optimization method using the interior-point algorithm. This optimization algorithm is designed to efficiently determine the transformation matrix from the horizontal and vertical leads of the S-ICD to an 8-lead ECG that minimizes the RMSD between measured and computed 8-lead ECGs over all patients and leads.
The following model was created for the matrix calculation from two independent S-ICD vectors to an 8-lead ECG:
in which H is the horizontal vector, V is the vertical vector and a1…a8 and b1…b8 are the transformation coefficients. Leads III, aVR, aVL, and aVF are redundant [1] and are calculated from known geometries in the Einthoven triangle and therefore these leads were not included in the analysis.
Application of matrix to validation dataset
The measured ECG data for the validation dataset were imported into RashLab (a program for data processing, using the libRasch library (http://www.librasch.org/libRASCH-0.8.35)) where QRS complexes were automatically identified for all beats in the signal. The starting position of the P wave was stored into an array.
Each lead signal was then filtered in MATLAB using a 1st order high pass filter. For each starting position element in the array the next 520 samples were collected to ensure that the entire signal of interest was identified. Once all beats were acquired in this way for each lead, these were averaged for each lead, resampled from 1000 to 256 Hz and stored. This produced an averaged beat for each lead and each patient of 134 samples.
The averaged beats from study leads H and V were then combined with the transformation matrix to generate eight independent derived beats (lead I, II, V1-V6). The derived leads were compared to the measured leads for each patient in RAW format.
Continuous data were presented as mean and standard deviation and categorical variables were presented as frequencies and percentages. The quantitative measures of similarity between the original (measured) ECG and the corresponding derived (reconstructed) ECG were determined using Pearson r correlation [2, 3] and root mean square error (RMSE) analysis [3, 4] for each derived lead. The Pearson r was considered to show high positive correlation [5] at r Z0.7. The RMSE is a parameter that indicates the average voltage error (microvolts) across the ECG leads studied. These parameters have been used by other investigators who have recorded this type of data for derived ECG leads [6] . All analyses were performed in Stata 13 (StataCorp., College Station, TX: StataCorp LP.).
